Analysis of HPGe spectra by spectrum matching--experimental verification.
A new approach to spectrum analysis in gamma-ray spectrometry has recently been proposed, based on channel-by-channel matching of the measured spectrum with calculated synthetic spectra. In this paper, verification of the new method against experimental data and a comparison with the standard approach to the analysis of HPGe spectra is presented.